A semi-automated single-cell gradient-titration system, using ion-selective electrodes as end-point sensors.
A novel system for semi-automated potentiometric analysis by gradient titration has been devised. In this technique both the reagent gradient generation and the titration are carried out in the sample container. The determination of chloride ion, with two ion-selective electrodes used simultaneously as an end-point sensor, is chosen to illustrate the technique.